Background
==========

Super-obesity criterion is when body mass index (BMI) exceeds 50 kg/m^2^.[@b1-tcrm-12-335] Super-obesity is one of the risk factors influencing probability of difficult mask ventilation and difficult intubation.[@b2-tcrm-12-335] Super-obese patients should be intubated either with fiberscope awake intubation or with video laryngoscopes.[@b3-tcrm-12-335] TotalTrack video intubating laryngeal mask (MedCom Flow, Barcelona, Spain) is a new device which enables ventilation (and oxygenation) during attempts to visualize the entrance to the larynx and intubate the patient. Construction of this device is based on a laryngeal mask combined with a video laryngoscope with endotracheal tube channel ([Figure 1](#f1-tcrm-12-335){ref-type="fig"}). The possibility of oxygenation of the patient during attempts of visualization of the larynx and intubation is especially important in super-obese patients, who desaturate very fast because of small oxygen reserves.[@b4-tcrm-12-335] In a prospective observational study, we decided to evaluate the clinical use of TotalTrack video intubating laryngeal mask compared to the standard Macintosh blade laryngoscope (MCL) in super-obese patients (Medical University of Lodz Ethics Committee Approval RNN/363/13/KB). Patient consent was obtained for publication.

Patients and methods
====================

Twenty-four super-obese patients were enrolled in this observational study. Demographic data are presented in [Table 1](#t1-tcrm-12-335){ref-type="table"}. Patients were scheduled for elective bariatric surgery. Anesthesia management was based on guidelines of the European Society of Perioperative Care of the Obese Patient ([www.espcop.org](http://www.espcop.org)). After effective preoxygenation, general anesthesia was induced with intravenous dose-adjusted propofol for bispectral index (BIS) monitoring (BIS \>60).

In the TotalTrack group, the device was introduced and ventilation was commenced ([Figures 2](#f2-tcrm-12-335){ref-type="fig"} and [3](#f3-tcrm-12-335){ref-type="fig"}). If ventilation was possible, the patient received a muscle relaxant (rocuronium) at a dose of 0.6 mg/kg of ideal body weight. Endotracheal intubation was performed after visualization of the entrance of the larynx ([Figure 4](#f4-tcrm-12-335){ref-type="fig"}). Visualization of the larynx was assessed using the Cormack-Lehane (CL) scale. After ensuring the proper positioning of the endotracheal tube, the laryngeal mask was removed. Time to laryngeal mask placement, leak pressure of ventilation, visualization of entrance to larynx, ease of intubation, and signs of blood on the mask after removal (bloodstreams) were recorded. Leak pressure was measured using the following method: oxygen flow 3 L/min and closing valve with increasing pressure until air leak around the mask can be heard.

In the MCL group, anesthesia was commenced the same way. After ensuring face mask ventilation, a muscle relaxant was administrated and after achieving 100% muscle relaxation, intubation efforts were commenced. Visualization of the larynx was assessed by the CL scale.

Statistical significance was set at 5%. Statistical analysis was performed between groups using independent samples Student's *t*-test with double samples assuming unequal variations. All statistical tests were performed with Microsoft Office Excel.

Results
=======

There was no difference between groups regarding demographic data ([Table 1](#t1-tcrm-12-335){ref-type="table"}). Results of observation of ventilation and intubation possibilities are shown in [Table 2](#t2-tcrm-12-335){ref-type="table"}. In the MCL group, all patients were intubated during the first attempt, but CL score was 2 in four cases, and 3 in three cases. In the TotalTrack group, CL score was 1 in 11/12 cases. In one case, ventilation was not effective because of a persistent leak, but fast intubation through TotalTrack was possible. No episodes of hypoxia were observed during use of the TotalTrack. In all cases, visualization of the entrance to the larynx was good (except for one case with a technical problem -- gel obscuring view) even though all patients showed signs of possible difficult intubation -- neck circumflex \>42 cm.

Discussion
==========

In the literature, there is a lack of papers on airway management evaluation in super-obese patients. First, we evaluate video-assisted intubation in this group of patients. Simultaneous ventilation/oxygenation during attempts of visualization of the entrance to the larynx increases patient safety. In super-obese patients compared to obese patients, hypoxia occurred more often during intubation, regardless of the technique used.[@b5-tcrm-12-335] There are no available studies on TotalTrack in obese patients; however, there have been studies on a similar device on the market -- Ctrach intubating laryngeal mask airway. In Yousef et al's study, the authors concluded that due to the possibility of ventilation during intubation efforts when using the Ctrach intubating laryngeal mask airway, there were no episodes of desaturation in obese patients, compared to using the Glidescope video laryngoscope[@b6-tcrm-12-335] or standard MCL,[@b6-tcrm-12-335],[@b7-tcrm-12-335] during which several cases of hypoxia occurred. Even when the AirTraq optical laryngoscope was used in obese patients, hypoxia was observed during some intubation attempts.[@b8-tcrm-12-335] During our observation, there were no episodes of hypoxia in super-obese patients when TotalTrack was used.

With increasing BMI, the probability of difficult intubation is increased.[@b9-tcrm-12-335] Neck circumference of more than 42 cm and BMI more than 50 kg/m^2^ (super-obese) are independent predictors of difficult intubation.[@b10-tcrm-12-335] Moreover, male sex and BMI more than 50 kg/m^2^ (super-obese) are independent predictors of difficult mask ventilation.[@b10-tcrm-12-335] These results show that in case of super-obese patients, it is necessary to be prepared for both difficult mask ventilation and difficult intubation. Therefore, the use of devices providing ventilation during intubation efforts is justified.

TotalTrack video intubating laryngeal mask is similar in construction to the group of video laryngoscopes with an endotracheal tube channel: AirTraq, KingVision, and Pentax AWS. These devices are very effective in obese patients,[@b11-tcrm-12-335] similar to other video laryngoscopes.[@b12-tcrm-12-335]

There have been no studies on super-obese patients regarding airway management. In one retrospective study, Leykin et al did not observe differences in occurrence of difficult intubation between morbidly obese and super-obese patients.[@b1-tcrm-12-335] However, they observed a significant difference in post-intubation complications: the rate of damage to teeth was higher in the super-obese group compared to the morbidly obese group (6% vs 1%). This suggests that more force was used during attempts of intubation in super-obese patients, so the conditions of intubation were worse.

In our data, we observed a higher percentage of worse visualization of the entrance to the larynx in super-obese compared to morbidly obese patients (CL score 1: 50% vs 53.7%; CL score 2: 33.3% vs 25.4%; CL score 3: 16.7% vs 13.4%; CL score 4: 0% vs 7.5% in super-obese and morbidly obese patients, respectively).[@b12-tcrm-12-335] Dixit et al had similar observations: 44.4% of super obese patients had incidence of Cormack grades 3 and 4 comparing to 20.4% in morbidly obese patients.[@b13-tcrm-12-335]

Conclusion
==========

TotalTrack video intubating laryngeal mask is a device that allows for better visualization of the larynx compared to standard MCL, and provides effective ventilation/oxygenation and effective intubation in super-obese patients.
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**Notes:** (**A**) Holding the TotalTrack device for visualization of larynx; (**B**) view observed by operator of device; (**C**) picture of entrance to larynx recorded by device.](tcrm-12-335Fig4){#f4-tcrm-12-335}

###### 

Demographic data of the groups observed

  Parameter                   TotalTrack group (n=12)   Macintosh blade laryngoscope group (n=12)
  --------------------------- ------------------------- -------------------------------------------
  Age (years)                 46.3±9                    39.8±10.9
  Weight (kg)                 155.4±20                  149.7±19.4
  Height (cm)                 166.4±9                   166.5±8.2
  Body mass index (kg/m^2^)   55.62±4.54                53.8±3.5

**Note:** *P*\>0.05.

###### 

Results of the observation

  Parameter                           TotalTrack group   Macintosh blade laryngoscope group
  ----------------------------------- ------------------ ------------------------------------
  Insertion time (s)                  9±3                7.7±3.6
  Effective ventilation (n)           11/12              NA
  Effective intubation (n)            11/12              12/12
  Laryngeal view (CL score 1/2/3/4)   11/1/0/0           5/4/3/0
  Leak pressure (cm H~2~O)            21±6               NA
  Bloodstreams on mask removal (n)    1/12               NA

**Abbreviations:** CL, Cormack-Lehane; NA, not applicable.
